
This is a n  Op e n  Acces s  doc u m e n t  dow nloa d e d  fro m  ORCA, Ca r diff U nive r si ty 's

ins ti t u tion al r e posi to ry: h t t p s://o rc a.c a r diff.ac.uk/id/e p rin t/508 5/

This  is t h e  a u t ho r’s ve r sion  of a  wo rk  t h a t  w as  s u b mi t t e d  to  / a c c e p t e d  for

p u blica tion.

Cit a tion  for  final p u blish e d  ve r sion:

M u r p hy, Pa ul, Dunc a n,  A.L., Glen nie,  A.J. a n d  Knox, P. C. 2 0 0 1.  The  effec t  of

scle r al  s e a r c h  coil lens  w e a r  on  t h e  eye.  Bri tis h  Jou r n al  of Oph t h al mology 8 5

(3) , p p.  3 3 2-3 3 5.  file 

P u blish e r s  p a g e:  h t t p://bjo.b mjjou r n al s.co m/c gi/con t e n t/full/85/3/3...

< h t t p://bjo.b mjjou r n als.co m/cgi/con t e n t/full/85/3/332 >

Ple a s e  no t e:  

Ch a n g e s  m a d e  a s  a  r e s ul t  of p u blishing  p roc e s s e s  s uc h  a s  copy-e di ting,

for m a t ting  a n d  p a g e  n u m b e r s  m ay no t  b e  r eflec t e d  in t his  ve r sion.  For  t h e

d efini tive  ve r sion  of t his  p u blica tion,  ple a s e  r ef e r  to  t h e  p u blish e d  sou rc e.  You

a r e  a dvise d  to  cons ul t  t h e  p u blish e r’s ve r sion  if you  wish  to  ci t e  t his  p a p er.

This ve r sion  is b ein g  m a d e  av ailable  in  a cco r d a n c e  wit h  p u blish e r  policie s.

S e e  

h t t p://o rc a .cf.ac.uk/policies.h t ml for  u s a g e  policies.  Copyrigh t  a n d  m o r al  r i gh t s

for  p u blica tions  m a d e  available  in ORCA a r e  r e t ain e d  by t h e  copyrig h t

hold e r s .



doi:10.1136/bjo.85.3.332 
 2001;85;332-335 Br. J. Ophthalmol.

  
Paul J Murphy, Anne L Duncan, Alastair J Glennie and Paul C Knox 
  

The effect of scleral search coil lens wear on the eye

 http://bjo.bmjjournals.com/cgi/content/full/85/3/332
Updated information and services can be found at: 

 These include:

 References

 http://bjo.bmjjournals.com/cgi/content/full/85/3/332#otherarticles
1 online articles that cite this article can be accessed at: 
  

 http://bjo.bmjjournals.com/cgi/content/full/85/3/332#BIBL
This article cites 7 articles, 2 of which can be accessed free at: 

Rapid responses
 http://bjo.bmjjournals.com/cgi/eletter-submit/85/3/332

You can respond to this article at: 

 service
Email alerting

top right corner of the article 
Receive free email alerts when new articles cite this article - sign up in the box at the

Topic collections

 (460 articles) Experimental Medicine �
 (1505 articles) Ophthalmology �

  
Articles on similar topics can be found in the following collections 

 Notes   

 http://www.bmjjournals.com/cgi/reprintform
To order reprints of this article go to: 

 http://www.bmjjournals.com/subscriptions/
 go to: British Journal of OphthalmologyTo subscribe to 

 on 15 November 2005 bjo.bmjjournals.comDownloaded from 



The eVect of scleral search coil lens wear on the
eye

Paul J Murphy, Anne L Duncan, Alastair J Glennie, Paul C Knox

Abstract

Background/aim—Scleral search coils are

used to measure eye movements. A recent

abstract suggests that the coil can aVect

the eye by decreasing visual acuity, in-

creasing intraocular pressure, and dam-

aging the corneal and conjunctival

surface. Such findings, if repeated in all

subjects, would cast doubt on the credibil-

ity of the search coil as a reliable investi-

gative technique. The aim of this study

was to reassess the eVect of the scleral

search coil on visual function.

Methods—Six volunteer subjects were se-

lected to undergo coil wear and baseline

measurements were taken of logMAR

visual acuity, non-contact tonometry,

keratometry, and slit lamp examination.

Four drops of 0.4% benoxinate hydrochlo-

ride were instilled before insertion of the

lens by an experienced clinician. The lens

then remained on the eye for 30 minutes.

Measurements of the four ocular health

parameters were repeated after 15 and 30

minutes of lens wear. The lens was then

removed and the health of the eye reas-

sessed.

Results—No obvious pattern of change

was found in logMAR visual acuity,

keratometry, or intraocular pressure. The

lens did produce changes to the conjuncti-

val and corneal surfaces, but this was not

considered clinically significant.

Conclusion—Search coils do not appear to

cause any significant eVects on visual

function. However, thorough prescreening

of subjects and post-wear checks should

be carried out on all coil wearers to ensure

no adverse eVects have been caused.
(Br J Ophthalmol 2001;85:332–335)

Accurate measurement of the movements of
the eyes is often required not only in studies of
oculomotor function, but also in studies of the
visual and vestibular systems. Accurate
measurement of oculomotor parameters has
been suggested to have a clinical role in the
diagnosis and monitoring of disease.1 2 Various
methods have been developed to record move-
ments of the eyes including electro-
oculography, infrared oculography, video ocu-
lography, and scleral search coils.3 Although
the most invasive of the available techniques,
the scleral search coil method has gained wide
acceptance because it provides excellent spatial
and temporal resolution.4 It has been widely
used in both animal and human research stud-
ies, in investigations of saccades, smooth

pursuit, the vestibulo-ocular reflex, and opto-
kinetic responses, in both normal and clinical
subjects.5 6

Briefly, the technique involves applying a coil
of wire to the eye. In the case of human
subjects, a contact lens or scleral annulus, in
which the coil is embedded, is acutely placed in
a locally anaesthetised eye for the length of an
experiment, typically no longer than 45 min-
utes. In animal subjects, coils can be implanted
surgically. Movements of this coil in a magnetic
field, generated by a set of field coils, induces
an electric current in the eye coil proportional
to its position in the field. This current,
suitably amplified and filtered, provides,
strictly speaking, an eye in space position
signal. However, where the head does not move
relative to the field coils, this is in eVect
converted to an eye in orbit position signal.

Given the wide use of this technique, the
brief report published by Zacher et al7 claiming
that standard coils could have serious eVects
on the ocular surface, intraocular pressure
(IOP), and visual acuity (VA) caused concern.
While obviously raising concerns over the eth-
ics of the technique, such findings, if substanti-
ated, would have implications for a large body
of oculomotor results obtained using this tech-
nique. It was claimed that the acuity of their
subjects declined by up to six lines during coil
wear. As typically visual targets used in oculo-
motor studies are fractions of a degree in size,
large changes in visual acuity would seriously
modify subject performance.

We therefore decided to explore these issues
further. Given the obvious ethical diYculties of
embarking on essentially a safety study, we
used a small group of carefully screened
subjects, and limited coil exposure to only 30
minutes, well within the recommended period
of 45 minutes.

Materials and methods

SUBJECTS

With local ethical approval, six subjects were
recruited from the student population of Glas-
gow Caledonian University (three males, three
females, mean age 22.17 years). All were
screened before inclusion to ensure that there
was no underlying ocular or systemic disease,
and each gave informed written consent. None
of the subjects were habitual contact lens wear-
ers. Baseline measurements were recorded for
the four study ocular parameters—visual acu-
ity (VA), intraocular pressure (IOP), kerato-
metry (K), and slit lamp examination (SL).
Four drops of 0.4% benoxinate hydrochloride
(Minims, Chauvin Pharmaceuticals) were in-
stilled in each subject’s right eye, and a
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qualified optometrist (PJM) then inserted the
scleral search coil annulus (Skalar Medical BV,
Delft, Netherlands) in the right eye. After
insertion, the subjects were encouraged to
blink and move their eyes as normal, and the
measurements for the four ocular health
parameters were repeated after 15 and 30 min-
utes. The annulus was then removed, and the
health of the eye reassessed.

CORNEAL PARAMETERS ASSESSED

Visual acuity (VA)
Visual acuity (that is, corrected vision) was
assessed using a Bailey-Lovie logMAR chart.
This chart is an improvement over the
standard Snellen acuity chart since it provides
a regular progression in letter size, with equal
numbers of letters per line. Visual acuity is
recorded in log units, with a progression of 0.1
log units from one line to the next. For this
study, visual acuity was recorded both aided
and unaided, and before annulus insertion,
after 15 minutes of wear, after 30 minutes of
wear, and after removal.

Intraocular pressure (IOP)

Intraocular pressure was measured using the
Topcon CT-60 non-contact tonometer. This
instrument uses a pulse of air to applanate the
cornea, from which the instrument calculates
the IOP at the moment the cornea is flattened.
Goldmann tonometry, which is reported to be
more accurate, could not be used since it can
mark the anterior corneal surface, and we
wished to observe the eVects of scleral coil lens
wear alone. Assessment of IOP was carried out
twice only—before annulus insertion and after
it was removed. An average of three measure-
ments was taken to obtain a valid measure.

Keratometry (K)
Keratometry was measured, using a Javal-
Schiotz keratometer, to assess any large
changes in corneal curvature produced by lens
wear. Measurements were taken before annu-
lus insertion and after removal.

Slit-lamp examination (SL)

A check of corneal health was performed
before annulus insertion, and after removal, to
assess any changes produced by the use of the

lens. The examination included observation of
the lids and lashes, bulbar and palpebral
conjunctiva, corneal clarity, and staining with
sodium fluorescein. Conjunctival redness (bul-
bar, limbal, and palpebral) and corneal stain-
ing were assessed using the Cornea and
Contact Lens Research Unit (CCLRU, Uni-
versity of New South Wales) grading scales.8 9

Results

VISUAL ACUITY (VA)
Visual acuities before lens insertion, and at 15
and 30 minutes after insertion, are plotted for
each subject in Figure 1, and pooled mean data
for all subjects are shown in Figure 2. There
appeared to be small changes in acuity, but the
pattern was mixed. Thus, subject 2 showed an
improvement in VA of 0.04 units, while subject
4 showed a reduction in VA of 0.1 units, over
the 30 minute wear period. However, there was
no statistically significant change in visual acu-
ity over the time period analysed (one way
ANOVA, p=0.803).

INTRAOCULAR PRESSURE (IOP)
The individual IOP measurements, and the
mean IOP for all subjects, before and after lens
wear are shown in Figure 3. There was no clear
pattern of eVect in the individual results, and
while the mean result suggested a slight

Figure 1 LogMAR visual acuities (VA) before lens
insertion, and at 15 and 30 minutes after lens insertion, for
each subject.
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Figure 2 Mean logMAR visual acuities (VA) before lens
insertion, and at 15 and 30 minutes after lens insertion.
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Figure 3 Individual and mean intraocular pressure
(IOP) measurements before and after lens wear.
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increase in IOP with lens wear, this was statis-
tically insignificant (t test: before/after,
p=0.774).

KERATOMETRY (K)
We also examined changes produced in central
corneal curvature following lens wear (Fig 4).
The size of change produced was typically less
than 0.05 mm, although in one case it changed
by as much as 0.1 mm. There was no consist-
ent pattern across all the subjects, but there
was a slight suggestion of larger eVects in the
vertical meridian, compared with horizontal.
This may be due to the action of the lids, when
blinking, pressing down on the scleral lens in
this direction. The small changes in corneal
curvature, observed in the horizontal and
vertical meridians, were statistically insignifi-
cant (t test: horizontal, before/after p=0.95;
vertical, before/after p=0.90).

SLIT LAMP EXAMINATION (SL)
The changes in grade of conjunctival redness,
for each subject, are given in Table 1, and the
grading for corneal staining in Table 2. An
example of the corneal staining found is given
in Figure 5A, and Figure 5B shows the position
of the scleral coil lens on the eye. For conjunc-
tival redness, all of the subjects showed an
increase in grade of bulbar and limbal redness.

Only subject 2 showed an increase in palpebral
redness. An example of the typical limbal red-
ness observed is shown in Figure 5C. Four of
the six subjects showed some evidence of
corneal staining, whereas before lens wear,
none of the subjects had staining. However,
while staining was found, the extent and depth
indicated only slight epithelial damage.

Discussion

As a method for accurately measuring the
movements of the eyes, scleral search coils have
won wide acceptance. Although invasive,
requiring the insertion of a lens or annulus,
they allow high spatial and temporal resolution
measurements of horizontal, vertical, and
torsional eye movements to be made. Many
observations of importance for understanding
the performance of the human oculomotor
system have been made using this technique.
Zacher et al claimed that a standard annulus,
inserted and used in accordance with standard

Figure 4 Individual and mean changes in central corneal
curvature (K) produced by scleral lens wear.
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Table 1 Change in the grade of conjunctival redness, for
each subject, after scleral lens wear

Subject

Change in grade of conjunctival redness after coil wear

Bulbar redness Limbal redness Palpebral redness

1 +1.5 +2.5 0
2 +2 +1.5 +1
3 +1 +1 0
4 +1 +1 0
5 +2 +0.5 0
6 +1 +1.5 0

Table 2 Corneal staining grade, for each subject, after
scleral lens wear

Subject Type Extent Depth Area

1 0 0 0 —
2 1 1 1 5
3 0 0 0 —
4 1 1 1 1, 4, 5
5 1 1 1 5
6 1 1 1 5

Figure 5 (A) Typical corneal staining produced by scleral
lens wear. (B) Position of scleral search coil lens on the eye.
(C) Typical limbal redness produced by scleral lens wear.
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practice, produced a number of notable ocular
and visual eVects. If replicated, these findings
would have serious implications for a large
body of work. Among other things, they
reported significant increases in IOP and large
decreases in visual acuity. While some of their
observations raise issues concerning the safety
and ethics of the method, this last aspect, the
reported decrease in visual acuity, raises a
diVerent type of concern. Scleral search coils
have been used in a large number studies in
which subjects respond to relatively small
visual targets of a few tenths of a degree. Large
decreases in acuity due to the measurement
technique would cause large artefactual altera-
tions in oculomotor performance. This would
be a serious confound in this type of study.
Hence the importance of trying to replicate the
findings of Zacher et al.7

We clearly failed to replicate the findings of
Zacher et al. Apart from some conjunctival
redness and corneal staining, which might be
expected, the insertion of coils produced no
clinically significant ocular changes. Further-
more, the conjunctival and corneal eVects were
only of a superficial, transient, nature. Impor-
tantly, we found no significant eVects of coil
wear on visual acuity. Thus our results confirm
that scleral search coil wear has no eVect on the
ability of subjects to perform oculomotor tasks.

Zacher et al reported irritation of the eyelids,
bulbar conjunctival redness, a 5 mm Hg
increase in IOP, grade 2 and 3 corneal staining,
a “five line decrease in Snellen acuity”, and a
buckled iris. However, there is no indication as
to whether these eVects were found in one
patient or in a number of diVerent patients.
The irritation of the eyelids and bulbar redness
we have observed, but the change in IOP, cor-
neal staining, VA, and the buckled iris we have
not. The eVect of IOP change and iris buckling
suggest that the annulus may have squeezed
the anterior chamber angle, blocking aqueous
outflow and distorting the ciliary body and iris
root. The change in corneal staining and VA
suggest a drying of the anterior corneal
surface, as a result of insuYcient or incomplete
blinking patterns, where the annulus is inter-
fering with lid movement. Our subjects were
asked to blink and move their eyes as normal,
and this may have prevented some eVects being
manifest. DiVerences in corneal exposure
changes could also be exacerbated by the
annulus being on the eye for 45 minutes, while
we limited exposure to 30 minutes. This was
chosen since 30 minutes more closely approxi-
mates a typical wearing time period during an

eye movement experiment, and because the
eVect of 0.4% benoxinate begins to wear oV at
this time.

In placing the annulus in the eye, two meth-
ods are available. A metal applicator is available
to aid placement, or it can be placed by hand.
The first method could lead to excessive pres-
sure being employed, forcing the lens against
the eye. This might explain some of the
changes found by Zacher et al. In our study, the
annulus was inserted into the eye by hand,
without the aid of the applicator, by an experi-
enced contact lens clinician. This avoided the
need for any unnecessary additional manipu-
lation.

The young mean age of our subjects (22.17
years) should not influence the outcome of this
study. The eVect of increasing age on corneal
fragility does not become a significant factor
until after the age of 60 years,10 and the vast
majority of subjects who require, or volunteer
for, this procedure will be below this age.

In conclusion, the scleral search coil lens can
produce significant eVects in some subjects,
especially if the lens is applied to the eye in an
aggressive manner, or if the subject is not
encouraged to blink frequently to re-wet the
anterior corneal surface. We suggest that
subjects who are selected for scleral search coil
lens wear should be prescreened before wear to
assess their baseline ocular health, and where
possible, be excluded if corneal or ocular
disease is present. Subjects should also be
assessed post-lens wear to ensure no significant
damage has occurred, which may require
prophylactic treatment, as necessary.
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